
LETTERS TO THE EDITOR

ment, reconciles the seemingly contradictory experi
ences we have referred to. Apparently, indium is
taken up by the normal spleen but to an extent that
does not allow visualization of this organ during
whole-body imaging as usually performed. Figure 1
presents inlnCl:i posterior whole-body images in

two different patients: a control patient of normal
health (studied as part of ongoing research), and a
patient 5 years postsplenectomy. No significant differ
ence in the amount of activity in the splenic area is
visible.

Definite splenic visualization is probably an abnor
mal finding. However, the lack of correlation be
tween the amount of indium in the spleen assessed
scintigraphically and the presence of erythropoietic
elements assessed histologically, noted by McNeil
(5), as well as the lack of correlation between the
5-Fe and mln whole-body images in patients with

red cell aplasia, noted by Merrick himself (/), indi
cate that the ultimate significance of niln splenic

uptake remains to be established.
FRANK VIERAS
University of Arkansas Center

for Medical Sciences

Little Rock, Arkansas
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THE AUTHORS' REPLY

In reply to the point made by Dr. Vieras, our ex
perience in rats (/), mice, and humans (unpub
lished data) is that the specific activity of indium in
the spleen is not significantly different from that
found in the liver. We agree that it is not always
possible to visualize the spleen as clearly as the
liver, but factors such as levels of activity in the blood
and the size of the patient are undoubtedly con
tributory factors.

We note that in the cases illustrated by Dr. Vieras,
the kidneys are clearly demonstrated. In our ex
perience this occurs only when the serum transferrin
is almost fully saturated. Differences in the iron

saturation of different groups of patients may there
fore be a further factor contributing to the discrep
ancies noted between the two medical centers.
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PERFORMANCE OF SCINTILLATION CAMERAS

At the Society of Nuclear Medicine 22nd Annual
Meeting in Philadelphia June 17â€”20many people
witnessed the most splendid nuclear medicine tech
nical exhibit ever. However, it was not possible to
see how well these most attractive-looking instru
ments actually perform, and during several sessions
many practitioners expressed an interest in the per
formance specifications and in methods of checking
the quality of instruments presently in the field.

We have been interested in the performance of
nuclear instrumentation for some time, and prior to
the meeting we contacted all manufacturers of scin
tillation cameras and asked them for their perform
ance data. Because of the great interest in this kind

of information expressed during the Philadelphia
meeting, we think it should be made generally avail
able to the nuclear medicine community. In addition
to some standard information Table 1 gives the in
trinsic resolution of each scintillation cameraâ€”that
is, its spatial resolution without a collimatorâ€”as the
width of the lead bars that can still be resolved and
also as the full width at half-maximum (FWHM) of
the line spread function. The spectral energy resolu
tion refers to the FWHM of the photopeak. The
methods for measuring the deadtime are still under
investigation. The data submitted by some manu
facturers refer to the detector proper while others
refer to the complete system. A particular data stor-
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